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Abstract

N2O5 detection in the atmosphere has been accomplished using techniques which
have been developed during the last decade. Most techniques use a heated inlet to
thermally decompose N2O5 to NO3, which can be detected by either cavity based ab-
sorption at 662 nm or by laser-induced fluorescence. In summer 2007, a large set of5

instruments, which were capable of measuring NO3 mixing ratios, were simultaneously
deployed in the atmosphere simulation chamber SAPHIR in Jülich, Germany. Some of
these instruments measured N2O5 mixing ratios either simultaneously or alternatively.
Experiments focussed on the investigation of potential interferences from e.g. water
vapor or aerosol and on the investigation of the oxidation of biogenic volatile organic10

compounds by NO3. The comparison of N2O5 mixing ratios shows an excellent agree-
ment between measurements of instruments applying different techniques (3 cavity
ring-down (CRDS) instruments, 2 laser-induced fluorescence (LIF) instruments). Data
sets are highly correlated as indicated by the square of the linear correlation coeffi-
cients, R2, which values are larger than 0.96 for the entire data sets. N2O5 mixing15

ratios well agree within the combined accuracy of measurements. Slopes of the lin-
ear regression range between 0.87 and 1.26 and intercepts are negligible. The most
critical aspect of N2O5 measurements by cavity ring-down instruments is the determi-
nation of the inlet and filter transmission efficiency. Measurements here show that the
N2O5 inlet transmission efficiency can decrease in the presence of high aerosol loads,20

and that frequent filter/inlet changing is necessary to quantitatively sample N2O5 in
some environments. The analysis of data also demonstrates that a general correction
for degrading filter transmission is not applicable for all conditions encountered during
this campaign. Besides the effect of a gradual degradation of the inlet transmission
efficiency aerosol exposure, no other interference for N2O5 measurements is found.25
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1 Introduction

The nitrate radical, NO3, and its reservoir species dinitrogen pentoxide, N2O5, play an
important role in nocturnal chemical processes (Wayne et al., 1991). NO3 is a major
oxidant for pollutants during the night and contributes to the oxidative capacity of the
atmosphere. Reactions of NO3 and N2O5 drive numerous chemical cycles in the noc-5

turnal atmosphere, including the removal of nitrogen oxides (e.g. Brown et al., 2004),
production of organic and inorganic nitrate (e.g. Atkinson and Arey, 2003), and halo-
gen activation (Osthoff et al., 2008; Thornton et al., 2010; Phillips et al., 2012). These
nocturnal processes impact the ozone formation potential on the following day (e.g.
Brown et al., 2006) and the formation of secondary aerosol (Fry et al., 2009; Riemer10

et al., 2003). NO3 is the product of the reaction of ozone, O3, with nitrogen dioxide,
NO2. N2O5 is formed by the further reaction of NO3 with NO2, but is thermally labile,
so that NO3 and N2O5 concentrations are often in a thermal equilibrium (equilibrium
constant Keq):

[N2O5] = Keq[NO3][NO2] (1)15

NO3 and N2O5 are abundant only at night, because NO3 is easily photolyzed and
undergoes rapid reaction with NO present during daytime. Nighttime N2O5 mixing ratios
are highly variable with maximum mixing ratios of a few parts per billion by volume
(ppbv) (e.g. Brown et al., 2007).

NO3 has been detected by optical absorption spectroscopy for several decades us-20

ing (1) differential optical absorption technique (DOAS) (Platt et al., 1980) and (2)
matrix-isolation ESR spectroscopy (MI-ESR) (Mihelcic et al., 1993; Geyer et al., 1999).
During the last decade, new techniques for atmospheric NO3 detection have been
applied: Cavity-based absorption spectroscopy (see reviews Brown, 2003; Ball and
Jones, 2003) and laser-induced fluorescence (LIF) (Wood et al., 2003; Matsumoto25

et al., 2005). Because N2O5 can be thermally decomposed to NO3, closed cavity-
based techniques and LIF also allow quantification the sum of NO3 and N2O5 by using
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a heated inlet and heated detection cell. Direct detection of N2O5 can also be ac-
complished by chemical ionization spectroscopy (CIMS) (Slusher et al., 2004; Kercher
et al., 2009).

Quality assurance of measurements is an important task, especially for recently de-
veloped techniques like those for NO3 and N2O5. One way to accomplish such quality5

assurance, is to compare concurrent measurements by different instruments. In sum-
mer 2007, a large set of instruments detecting NO3 and/or N2O5 measured synthetic
gas mixtures designed to produce NO3 and N2O5 and potential interfering species
during eleven days of experiments in the atmosphere simulation chamber SAPHIR in
Jülich, Germany. This was the first attempt to compare instruments applying cavity-10

based absorption techniques (5 instruments for NO3, 3 instruments for N2O5 +NO3),
LIF (2 instruments for NO3 +N2O5), and DOAS (1 instrument for NO3). No CIMS instru-
ment took part in this campaign. The results of the comparison of NO3 measurements
are discussed by Dorn et al. (2012). In addition, comparison of NO2 concentrations,
measured by a number of instruments, have already been presented (Fuchs et al.,15

2010a). Detection of the sum of peroxynitrates (
∑

PNs), total alkyl and multifunctional
nitrates (

∑
ANs) and nitric acid by a thermal dissociation LIF instrument (Day et al.,

2002) were used for the interpretation of the fate of reactive nitrogen species during
experiments that investigated the degradation of VOCs by NO3 and associated sec-
ondary aerosol formation (Rollins et al., 2009; Fry et al., 2009, 2011). In this paper, the20

comparison of N2O5 measurements is discussed.

2 Experimental setup

2.1 Cavity ring-down spectroscopy

Several instruments using cavity-based absorption techniques participated in this cam-
paign. All instruments measured NO3 absorption at its absorption maximum at 662 nm.25

In addition, three cavity ring-down instruments had the capability to detect N2O5 by
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its conversion to NO3. The instruments from the National Oceanic and Atmospheric
Administration, US, (NOAA-CRDS) and the University of Alaska Fairbanks, US, (UAF-
CRDS) contain two separate cavities allowing to detect NO3 and the sum of N2O5
and NO3 simultaneously. The instrument from the Max-Planck-Institute for Chemistry
in Mainz, Germany, (MPI-CRDS) had only one measurement channel during this cam-5

paign, which could be switched between NO3 and N2O5 +NO3 detection. Because
there was no fast switching between these two modes, the instrument ran in either
one of the modes during any given experiment. The operators chose to measure
N2O5 +NO3 only during two of the eleven experiments.

The principles of cavity ring-down spectroscopy for NO3 are discussed elsewhere10

(Brown, 2003). Details of the NOAA-CRDS instrument can be found in Dubé et al.
(2006), Osthoff et al. (2006) and Fuchs et al. (2008). The version of the instrument that
operated during the comparison campaign in 2007 was based on pulsed laser CRDS.
This instrument has since been converted to a diode laser based instrument (Wag-
ner et al., 2011). Aspects of the instrument that affect its accuracy, such as the inlet15

system and calibration methods, are similar to those described here. The UAF-CRDS
instrument is described by Ayers et al. (2005), Ayers and Simpson (2006) and Apodaca
(2008) and the MPI-CRDS by Schuster et al. (2009). A summary of the properties of
these instruments as operated during this campaign is given in Table 1. Only a short
description of instruments will be given here.20

Laser light is coupled into a cavity, which consists of two high reflective mirrors in
a distance of 70–95 cm. Either a pulsed laser (NOAA-CRDS) or a laser diode (UAF-
CRDS, MPI-CRDS), which is periodically turned on and off, provides light at 662 nm.
The spectral modes of the laser and the cavity modes must match to couple the light
into the cavity efficiently. In the NOAA-CRDS, a short laser pulse provides a dense25

spectrum of modes to be coupled into the cavity and is aligned into the cavity on-axis.
UAF-CRDS and MPI-CRDS couple the laser light off-axis into the cavity, in order to
increase the density of the cavity mode spectrum (Paul et al., 2001).
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After the laser pulse has been applied or the laser diode has been switched off, the
light that leaks out of the rear mirror of the cavity is observed by a photo multiplier tube
(PMT). The time constant of the decaying light intensity gives a direct measurement
of the extinction in the cavity, including Rayleigh and Mie scattering, absorption and
loss due to the mirror transmission and scattering (Berden et al., 2000). Extinction5

due to scattering of particles does not play a role in the instruments here, because
a Teflon filter (pore size 1–2 µm, sufficient to remove all optically active particles from
the sample air flow) is placed in the inlet and prevents particles from entering the cavity.
The instruments are zeroed by periodic additions of NO to the inlet. When NO is added,
NO3 is quantitatively converted to NO2 in its reaction with NO before entering the cavity,10

so that the NO3 absorption can be selectively switched on and off:

NO3 +NO → 2NO2 (R1)

The NO3 absorption cross section determined by Yokelson et al. (1994) and the tem-
perature dependence of the cross section by Orphal et al. (2003) was used by all in-
struments to calculate NO3 mixing ratios from the measured absorption. More details of15

the instruments regarding their capability to detect NO3 and the set-up in the SAPHIR
chamber are described in Dorn et al. (2012). One of the major advantages of concen-
tration measurements by absorption is that calibration of the instrument sensitivity is
not required.

N2O5 is thermally decomposed to NO3 in the inlet of the instruments downstream20

of the Teflon filter. The tubing in the inlet and the cavity are heated to 70 to 95 ◦C, re-
spectively, forcing the equilibrium between NO3 and N2O5 to the NO3 side. The time
needed for quantitative conversion is mainly limited by the time needed to heat the sam-
pled air. Therefore, the conversion time depends on the specific design of the heater.
The NOAA-CRDS and UAF-CRDS heaters consist of two stages, where ambient air25

flows first through a Teflon converter maintained at 140 ◦C and 100 ◦C and then into the
measurement cell maintained at 75 ◦C and 85 ◦C, respectively. The inlet and cavity of
the MPI-CRDS instrument is heated to a constant temperature of 95 ◦C. If NO2 con-
centrations are exceptionally large, the equilibrium between NO3 and N2O5 may not be
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completely shifted to NO3. N2O5 measurements by NOAA-CRDS were corrected for
this effect by calculating (Eq. 1) the maximum N2O5 mixing ratio that is not converted
to NO3 at operational conditions. This correction was less than 3 % for most of the ex-
periments, but was 8 % in the morning on 20 June, when the NO2 mixing ratio reached
80 ppbv.5

The major uncertainty of NO3 and N2O5 measurements by CRDS instruments, which
use closed cavities, is their inlet transmission efficiencies. The loss of N2O5 on Teflon
surfaces, of which all instruments are made, is small compared to that of NO3 (Simp-
son, 2003; Aldener et al., 2006; Fuchs et al., 2008). However, in order to be detected,
N2O5 must be thermally decomposed to NO3, so that NO3 loss in the cavity needs to be10

taken into account. In order to minimize the residence time (few hundred milliseconds)
of the sampled air in the cavity and thereby the NO3 loss, the flow rate in the instru-
ments is between 4 and 8 liters per minute. The pressure is reduced to approximately
350 hPa in the NOAA-CRDS instrument to further shorten the residence time. In addi-
tion to the loss of NO3, the N2O5 mixing ratio can be reduced by heterogenous uptake,15

if the inlet system is exposed to particles (Fuchs et al., 2008). In the NOAA-CRDS, the
filter was automatically changed. The interval varied between 2 h and 45 min depend-
ing on the aerosol concentration expected during a particular experiment. The filter
could be manually changed in the UAF-CRDS and MPI-CRDS instruments, so that fil-
ter changes were done at most every few hours, but more often once per day during20

this campaign.
Different methods can be applied to quantify the N2O5 loss in the instrument, in order

to correct measured N2O5 mixing ratios. Here, the N2O5 loss in MPI-CRDS and UAF-
CRDS was measured by varying the flow rate during occasions when NO3 and N2O5
mixing ratios were approximately constant in the chamber. For MPI-CRDS a sticking25

coefficient was derived from the reduction of the signal for increasing residence time of
the sampled air. The value for the MPI-CRDS instrument was derived from measure-
ment of the NO3 loss after N2O5 decomposition in the hot inlet and cavity (Schuster
et al., 2009). A total loss of 10±10 % and 9 % for the measurement of the sum of NO3
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and N2O5 was determined for the MPI-CRDS and UAF-CRDS instruments, respec-
tively, for their operational conditions.

The loss of NO3 and N2O5 in the NOAA-CRDS was determined using a different
approach. This instrument contains one more cavity, in which NO2 is detected by CRDS
at 532 nm (Dubé et al., 2006; Osthoff et al., 2006). This measurement channel is placed5

downstream of the cavities for NO3 and N2O5. A constant N2O5 mixing ratio in zero air
from a solid N2O5 sample, which is kept at dry ice temperature, is fed into the system.
The sampled N2O5 mixing ratio is quantified by measuring the NO2 mixing ratio, if
excess NO is added, so that NO3 produced after thermal decomposition of N2O5 in
the instrument is converted to NO2. Because NO2 loss in the system is negligible,10

the relationship between changes in the NO2 and N2O5 signals with and without the
addition of NO gives the N2O5 transmission efficiency of the instrument (Fuchs et al.,
2008). An N2O5 loss of 2±3 % was measured on four days during this campaign.

Because the N2O5 loss is not determined regularly during an experiment, poten-
tial changes over the course of an experiment are not monitored. The accumulation15

of particles in the system, especially on the filter in the inlet, can lead to a variable,
significantly higher N2O5 loss than determined in the characterizations experiments
described above. For example, Fuchs et al. (2008) estimated an increase of N2O5 loss
of 2 % per hour, if the filter is exposed to ammonium sulfate aerosol at humid con-
ditions for the NOAA-CRDS instrument. The filter in the NOAA-CRDS instrument was20

automatically changed regularly for this reason. All measurements by UAF-CRDS were
corrected for an increasing N2O5 loss with the filter age by an empirical function, which
assumes that N2O5 loss increased linearly by 1.3 % per hour. This correction and a 9 %
N2O5 loss at zero filter age was derived by fitting the filter transmission as a function of
age in hours for nine filters used during this comparison campaign. The N2O5 loss in25

the instrument was measured by the flow variation method. The 9 % N2O5 loss at zero
filter age represents a combination of tubing transmissions and possible loss on an
unloaded filter, which was probably dominated by losses other than the filter because
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the inlet transmission recovered after the filter change. The increase in loss with filter
loading is attributed to loading of aerosol onto the filter.

2.2 Laser induced fluorescence

Two instruments making use of LIF participated in this campaign. One from the Uni-
versity of California at Berkeley, California, US, (UCB-LIF) and one from the Tokyo5

Metropolitan University, Japan (TMU-LIF). Because of technical problems, the TMU-
LIF instrument measured only during the last two experiments and the data quality
was poorer than normal for this instrument. The UCB-LIF is described in detail by
Wood et al. (2003, 2005) and the TMU-LIF instrument by Matsumoto et al. (2005).

The UCB-LIF instrument samples six liters per minute through a critical orifice into10

two detection cells held near 2.7 hPa. In each detection cell, NO3 is excited by a multi-
mode diode laser near its absorption maximum at 662 nm. The NO3 fluorescence is de-
tected using a PMT with a red-sensitive GaAs photocathode after passing two 700 nm
long-pass interference filters. The laser output is modulated for 45 ns long laser pulses
with a duty cycle of 50 %. Signal from the long-lasting fluorescence is only acquired15

shortly after the laser is turned off in order to reduce the amplitude and variability in
background from short-duration Raman, aerosol and chamber scatter. Similar to the
CRDS instruments, the background is measured regularly by chemically destroying
NO3 in the inlet. In contrast to the NO used for this purpose with the CRDS instruments,
isoprene was used to avoid generating excess NO2 which would produce a small flu-20

orescence signal in this instrument. N2O5 is detected as in the CRDS instruments by
thermal decomposition to NO3 in the heated inlet of one of the detection cells, so that
the sum of NO3 and N2O5 is measured. To determine the inlet temperature for N2O5
detection, thermal scans of the signal from N2O5 were performed under high NO2 con-
ditions resulting in a higher temperature setpoint (170 ◦C) than is used by the CRDS25

instruments.
The concept of the TMU-LIF instrument is the same as for the UCB-LIF. The major

difference is the laser system that provides the light to excite NO3. A pulsed Nd:YVO4
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laser pumps a dye laser to produce laser light at the 623 nm NO3 absorption band.
Unfortunately, the laser system did not operate for most of the time during this cam-
paign. Only during the last two experiments was the output powerful enough to detect
NO3 albeit with less sensitivity compared to the performance achieved in previous re-
ports (Matsumoto et al., 2005). NO3 fluorescence is detected by gated, single photon5

counting with a time-delay after the laser excitation. The wavelength of the laser is pe-
riodically switched between on- and off-resonance wavelengths in order to account for
background signals, such as laser stray light and fluorescence from NO2, which is also
excited at 623 nm. Like the other instruments, the inlet of the TMU-LIF is equipped with
a heater, which is operated at 85 ◦C, in order to convert N2O5 to NO3.10

In contrast to CRDS instruments, the sensitivity of the LIF instruments needs to be
calibrated. The UCB-LIF calibration constant was determined in Jülich by quantify-
ing N2O5 simultaneously with this instrument, and a separate instrument (NO2 TD-LIF,
Wooldridge et al., 2010) that detects the NO2 fragment resulting from N2O5 thermal de-
composition and is calibrated with an NO2 standard. The NO3 UCB-LIF instrument was15

calibrated on one day during the campaign. The pressure dependence of the Stokes
Raman scatter was measured hourly during normal instrument operation and used as
a proxy for cell alignment to normalize the instrument sensitivity (Wood et al., 2005).
Calibration of the TMU-LIF is achieved by sampling from an N2O5 source. Like for the
UCB-LIF instrument, the N2O5 mixing ratio is quantified by measuring the NO2, but20

TMU-LIF makes use of its capability to detect NO2 at the same wavelength as NO3.
The accuracy of this calibration procedure is 20 and 16 % for UCB-LIF and TMU-LIF,
respectively.

2.3 Experiments

Experiments were conducted in the atmosphere simulation chamber SAPHIR in Jülich,25

Germany. A description of the chamber and its properties can be found elsewhere
(Rohrer et al., 2005; Bohn et al., 2005). The chamber offers the possibility to investigate
chemical processes under atmospheric conditions. Previous instrument comparison
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campaigns have shown that different instruments sample the same trace gas and rad-
ical concentrations from different locations within the chamber providing evidence that
SAPHIR is suitable for this type of experiments (Schlosser et al., 2007, 2009; Apel
et al., 2008; Fuchs et al., 2009, 2010a,b).

SAPHIR consists of a double wall Teflon (FEP) film of cylindrical shape (length 18 m,5

diameter 5 m, volume 270 m3). Slight overpressure prevents leakages of outside air
into the chamber. The chamber can be exposed to sunlight by opening its roof. For the
purpose of this campaign, the shutter system was only open for short events (duration
within the range of minutes), because NO3, having been the main target species of the
campaign, is easily photolyzed by visible light. The chamber is flushed between ex-10

periments with ultra-pure zero air, which is mixed from evaporated liquid nitrogen and
oxygen (Linde, purity 99.99990 %), so that experiments always start with clean, dry air.
Air which is consumed by instruments and small leaks is continuously replenished with
zero air leading to a dilution of trace gases at a rate of approximately 5 % per hour. The
chamber air can be humidified by evaporating Milli-Q water, which is flushed into the15

chamber together with a high flow of zero air. It is also possible to flush the chamber
with filtered ambient air. This was done for one experiment (11 June). Besides instru-
ments detecting NO3 and N2O5, a number of other instruments measured O3 (chemi-
luminescence detector), NO (chemiluminescence detector), NO2 (chemiluminescence
detector, LIF, CRDS), VOCs (PTRMS, GC) concentration, and aerosol properties such20

as number (CPC) and surface concentrations, size distribution (SMPS) and their com-
position (AMS).

NO3 and N2O5 were produced in the slow oxidation of NO2 with O3, which were
injected into the chamber from a gas bottle (Linde) and a silent discharge ozonizer, re-
spectively. No other trace gas was added during three experiments (9, 12, 13 June). On25

12 and 13 June, the chamber roof was opened for short periods, in order to observe
the photolysis of NO3. Other experiments were used to test instruments for poten-
tial artifacts from water vapor (10 June) and aerosol exposure (15 June) or focussed
on the investigation of VOC degradation by NO3 (isoprene: 18 June, butanal: 14 June,
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limonene: 16 June, β-pinene: 20 and 21 June). Each experiment was finished by open-
ing the roof, so that NO3 and N2O5 were quickly destroyed. A summary of the exper-
imental conditions is given in Table 2. More details of the experiments are described
by Dorn et al. (2012). Details and results of the VOC degradation experiments are also
discussed by Rollins et al. (2009) and Fry et al. (2009, 2011).5

3 Results

Figure 1 shows the time series (time is given as UTC throughout this paper) of N2O5
measurements for all experiments together with key parameters like NO2 and O3. Mea-
surements are averaged to 1 min time intervals for the analysis shown here. All instru-
ments measured the sum of NO3 and N2O5, but UCB-LIF, UAF-CRDS and NOAA-10

CRDS had a second measurement channel to measure NO3 mixing ratios simultane-
ously. UAF-CRDS and NOAA-CRDS instruments used their own NO3 measurements
to calculate N2O5 mixing ratios. The NOAA-CRDS NO3 measurement, rather than the
UCB-LIF NO3 measurement was used to subtractively determine N2O5 for UCB-LIF,
because the NOAA-CRDS instrument had significantly higher signal-to-noise in the15

NO3 channel. In order to compare N2O5 from MPI-CRDS and TMU-LIF, also NO3 mix-
ing ratios measured by NOAA-CRDS are subtracted from the reported NO3 +N2O5
mixing ratios. NOAA-CRDS measurements are chosen, because this instrument had
the highest precision and it had the best data coverage over the campaign. However,
results shown here do not depend on the choice of a particular NO3 measurement,20

because differences among the instruments measuring NO3 were rather small (Dorn
et al., 2012). Moreover, N2O5 mixing ratios were typically two to ten times larger than
NO3 (Fig. 1), so that a potential systematic error from the NO3 measurement is a some-
what smaller contribution to systematic error in N2O5. Data are excluded for the cor-
relation and regression analysis during rapid changes of the NO3 mixing ratio (for ex-25

ample during roof-opening events), because the subtraction of slightly asynchronous
data from the two different instruments could introduce larger systematic errors in these
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periods. In the MPI-CRDS instrument, the inlet transmission efficiency for NO3 of ap-
proximately 85 % was taken into account in the calculation of N2O5 mixing ratios.

Measurements before trace gases were added in the morning, when no N2O5 is
expected to be present in the chamber, give the possibility to analyze the precision
of measurements. Figure 2 shows the distribution of “zero” measurements for UAF-5

CRDS, NOAA-CRDS, and UCB-LIF. The number of measurements for MPI-CRDS and
TMU-LIF, which measured N2O5 mixing ratios only during two experiments, was too
small for this analysis. A gaussian function is fitted to the distribution, in order to deter-
mine its width and center. The center gives the bias in the zero measurements, which
is much smaller than the width of the distribution for all instruments, demonstrating that10

there is no significant systematic deviation in the measurements from zero. The width
of the distribution is a measurement of the instrument precision (at their time reso-
lution): UAF-CRDS 1.4 pptv (1 to 2 s), NOAA-CRDS 1.6 pptv (1.0 s), UCB-LIF 37 pptv
(300 s). These values can be compared to the a-priori precisions, which are given by
the reported measurement errors. The mean of error bars is plotted in Fig. 2 at the15

position of the width of the distribution. For UCB-LIF and NOAA-CRDS, the mean of
measurement errors agrees with the width of the distribution, whereas it is approx-
imately 50 % larger than the mean of errors for UAF-CRDS. This indicates that the
precision is well-represented by the reported errors for UCB-LIF and NOAA-CRDS, but
is underestimated for UAF-CRDS measurements.20

The typical N2O5 time series (Fig. 1) was characterized by increasing N2O5 mixing
ratios after NO2 and O3 were injected into the chamber resulting from the slow oxidation
of NO2 by O3. Without further trace gas additions or photolysis events, maximum N2O5
mixing ratios were reached after one to two hours. In most of the experiments NO2
and/or O3 were added a second time, so that the production of NO3 and N2O5 was25

further enhanced and a second N2O5 maximum was reached (e.g. on 9 June). The
N2O5 mixing ratio decreased at longer times for several reasons. All trace gases were
diluted by approximately 5 % per hour, because of the replenishment of chamber air
(see Sect. 2.3). Moreover, wall loss reactions limited the lifetimes of NO3 and N2O5 to
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approximately 0.5 and 4 h, respectively, when no NO3 reactant or aerosol was present
(Fry et al., 2009). During other experiments, NO3 was removed in the chamber by
the reaction with VOCs (16, 18, 20, and 21 June) or by photolysis. This led also to
a fast decrease of the N2O5 mixing ratio due to the establishment of the equilibrium. In
addition, N2O5 can be directly lost by heterogeneous hydrolysis.5

The N2O5 time series measured by the different instruments exhibit an overall good
agreement with the exception of the second part of the experiment on 15 June, when
ammonium sulfate aerosol was present in the chamber. Results of this experiment will
be discussed in detail in the next section. Larger differences are also observed on
16 June. Deviations between NOAA-CRDS and UAF-CRDS increase over the course10

of the experiment (maximum 30 %) before UAF-CRDS measurement stop at midnight.
No other N2O5 measurement is available for this period. The experiment was continued
over night and on the following day. N2O5 mixing ratios by both instruments agree
again, when UAF-CRDS measurements restart in the morning after a new filter had
been put in the inlet. Another more general feature, which is observed in the time15

series, is that N2O5 mixing ratios measured by UCB-LIF are often larger than those
measured by the CRDS instruments as can be seen e.g. on 12 and 20 June, when
N2O5 mixing ratios by UCB-LIF are approximately 30 % larger than those by the two
CRDS instruments.

The agreement between measurements (1 min average) are analyzed more quan-20

titatively by a correlation and regression analysis, for which NOAA-CRDS measure-
ments are taken as reference. However, the results shown here are independent of
the choice of the reference. The linear regression takes measurement errors of both
coordinates into account (FITEXY procedure in Press et al., 1992, 274–276 pp.). The
correlation between measurements is generally very high as indicated by the squared25

linear correlation coefficients. For the entire data set, R2 is 0.98, 0.99, and 0.99 for
UAF-CRDS, UCB-LIF, and MPI-CRDS, respectively (Table 3). Squared linear correla-
tion coefficients for single experiments are within this range with two exceptions. (1)
On the first two experiment days N2O5 mixing ratios were close to the precision of
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the UCB-LIF instrument (maximum N2O5 mixing ratio of 350 pptv), so that a worse
correlation is expected. (2) As observed in the time series, measurements disagree
on 15 June (R2 is 0.72 and 0.87 for UAF-CRDS and MPI-CRDS, respectively). The
low performance of the TMU-LIF instrument resulted in a smaller linear correlation
(R2 = 0.74) between NOAA-CRDS and TMU-LIF data compared to the correlation be-5

tween the other instruments.
Maximum N2O5 mixing ratios were variable between different experiments ranging

from 300 pptv to 10 ppbv. N2O5 mixing ratios were less than 2 ppbv for the majority of
experiments (except on 20 and 21 June), similar to the range of N2O5 reported from
field intensives in the ambient atmosphere. Therefore, Fig. 3 shows the correlation10

between measurements for all data below 2 ppbv and the entire data set. Results of
the regression analysis are given in Table 3.

The slope of the regression between UCB-LIF and NOAA-CRDS is 1.26 for the entire
data set and 1.18 for the data subset below 2 ppbv. The deviation from unity is within
the combined 1σ accuracies of both instruments and the intercept is below the 1σ15

precision of the UCB-LIF instrument (Table 1). The slope for individual experiments
ranges from 0.97 to 1.35, with the exception of the experiment on 9 June, when the
N2O5 mixing ratio was close to the limit of detection of the UCB-LIF instrument. The
sum of squared residuals is within the range of the number of data points (χ2/(N −2)
in Table ??) indicating that the relationship of data is consistent with a linear behavior20

within the errors. Differences, which are observed between UCB-LIF and NOAA-CRDS
(e.g. 20 June), are often similar to the differences between UCB-LIF and UAF-CRDS
(Fig. 1). This suggests day-to-day variability of the sensitivity of the LIF instrument.

The slope of the regression between UAF-CRDS and NOAA-CRDS is 1.18 and 1.24
for the entire data set and all N2O5 data below 2 ppbv, respectively. Because of the25

high precision of measurements by both instruments, a clear change in the agreement
between both instruments can be seen over the course of an experiment on 15, 16 and
18 June (Fig. 3), when also the slope of the regression yields largest differences from
unity. These deviations from a single linear relationship between data is also reflected
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by the large values of squared residuals divided by the degree of freedom. Because
the reported error bars are within the precision of data (Fig. 2), this behavior is most
likely caused by accuracy problems over the course of an experiment as discussed
below. Furthermore, the relationship between UAF-CRDS and NOAA-CRDS becomes
non-linear with increasing N2O5 mixing ratios larger than 2 ppbv (Fig. 3), when NOAA-5

CRDS values are significantly larger than those by UAF-CRDS. However, these data
points were collected during only two periods on the last two days.

Measurements between MPI-CRDS and NOAA-CRDS deviate on 15 June (slope
of the regression 0.8, Table 3) as expected from the worse correlation, but agree on
18 June (slope of the regression 0.9) within the accuracy of measurements. The agree-10

ment between TMU-LIF and NOAA-CRDS is reasonable (slope of the regression 1.1,
Table 3) considering the noisy data of the TMU-LIF instrument (Figs. 1 and 3). The poor
performance of the LIF laser is reflected by the large error bars of the TMU-LIF mea-
surements and does not allow any further conclusions about the TMU-LIF instrument
from this campaign.15

4 Discussion

The agreement between UAF-CRDS and NOAA-CRDS changed over the course of the
experiment on 16 June which was continued over night and the next day (see above).
This behavior can be explained by the correction of data, which was applied to the
UAF-CRDS measurement to account for a decrease of the N2O5 inlet transmission20

efficiency (Table 1). The long duration of the experiment allowed to test the validity
of the correction, because small errors in the correction accumulated over time (23 %
over 18 h measured by UAF-CRDS on 16 June). Figure 4 shows the time series and
correlation between UAF-CRDS and NOAA-CRDS for this experiment with and without
the correction of the UAF-CRDS data. The large difference between measurements by25

both instruments in the evening becomes much smaller, if the correction is not applied.
This is even more obvious in the correlation plot, which clearly shows that uncorrected
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data are grouped around one line. In contrast, data which include the correction factor
are split into several sub-data sets, which exhibit different, partly non-linear relation-
ships. The correction is based on several tests of the inlet transmission efficiency (see
instrument description above) over 25 h, which show a decrease of 1.3 % per hour. It
was assumed that this observation is a general behavior of the filter in the inlet, which5

was exchanged once a day before an experiment started. The UAF-CRDS choice of
a single time-varying filter degradation model was made because this is the standard
operational method for a field campaign for this instrument and thus it was applied
consistently across the full data set before data were compared. In a typical field cam-
paign, it is uncommon to have high NOX pollution without particles on some days and10

with large particulate loading on others, which was the design of the comparison exper-
iments. Therefore, the overcorrection of UAF-CRDS inlet transmission data on some
days and undercorrection on others is probably amplified by the experimental design.
This amplification clearly exposes the problem of using filters for long periods of time
and use of a single linear filter degradation model under conditions where the ratio of15

aerosol loading to NOX pollution is highly variable.
As seen in the time series and correlation plot UAF-CRDS measurements are

smaller for very large N2O5 mixing ratios up to 8 ppbv on 20 and 21 July. The exact
reason of the decreased agreement is not clear.

The experiment on 10 June was dedicated to investigate potential interferences from20

water vapor in the N2O5 measurements. Artifacts due to water vapor could be caused
by its absorption at 662 nm, where the CRDS instruments probe the NO3 absorption.
Figure 5 shows a statistical analysis of the relative difference between UAF-CRDS and
UCB-LIF and NOAA-CRDS (MPI-CRDS did not measure N2O5 during this experiment).
Values below 0.5 pptv are excluded. Dots are median values and boxes give the 25 and25

75 percentiles of the distribution. No systematic change in the relationship between
measurements with increasing water vapor (up to a mixing ratio of 1.2 % and relative
humidity of 40 %) in the chamber is observed, indicating that instruments did not suffer
from an interference by water vapor.
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Measurements between instruments strongly deviate during the experiment on
15 June, when inorganic aerosol (ammonium sulfate) was injected into the chamber
starting at 10:45 UTC. A similar statistical analysis as for water vapor is shown in Fig. 6
for aerosol surface concentration during this experiment. Whereas a strong increase
in the difference between NOAA-CRDS and MPI-CRDS and UAF-CRDS, respectively,5

is observed with increasing aerosol surface concentration, the relationship between
NOAA-CRDS and UCB-LIF is independent of the aerosol surface concentration. This
is also seen in the time series in Fig. 1.

The filter in the inlet system of the NOAA-CRDS was automatically exchanged every
45 min on this day. There are no discontinuities in the N2O5 mixing ratios before and10

after the filter change. Therefore, it is unlikely that N2O5 loss on the filter after 45 min of
aerosol exposure affected the measurements. Also the agreement with measurements
by the UCB-LIF instrument, which did not have a filter in the inlet system, supports that
there are no significant unaccounted N2O5 losses in the NOAA-CRDS measurements.

Assuming that NOAA-CRDS and UCB-LIF measurements do not suffer from other15

artifacts in the N2O5 measurements, the strong increase of the relative difference be-
tween NOAA-CRDS and UAF-CRDS and MPI-CRDS is most likely caused by a degra-
dation of their inlet transmission efficiencies with increasing aerosol exposure. This
could be related to the more infrequent filter changes. In the UAF-CRDS instrument,
one filter, which was inserted in the morning, remained in the instrument over the20

course of the experiment. The filter in the MPI-CRDS instrument was exchanged in
the morning and around 13:15 UTC for a second time. Although the difference of MPI-
CRDS measurements to NOAA-CRDS and UCB-LIF is slightly smaller after the filter
change, a large difference persists. The filter in the MPI-CRDS instruments was placed
upstream of the heated part of the inlet, in which N2O5 is thermally decomposed, but25

there was still a 50 cm PFA tubing between the filter and the sampling point in the
chamber. Because the filter change does not lead to the full recovery of the inlet trans-
mission efficiency, this inlet tubing is most likely responsible for a major part of the N2O5
loss. The inlet line of the NOAA-CRDS upstream of its filter was also nearly 40 cm long,
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so that a similar effect could be expected. However, the residence time of the sampled
air in the NOAA-CRDS instrument is significantly shorter than that in the MPI-CRDS
instrument.

If NO3 and N2O5 are in a thermal equilibrium, N2O5 mixing ratios can be calculated
by Eq. (1). These can be compared to the LIF and CRDS measurements for an inde-5

pendent consistency check. Calculated N2O5 mixing ratios are shown in Fig. 7 using
NO2 measurements from a chemiluminescence detector, the measured temperature
inside the chamber and NO3 measurements by either UAF-CRDS or NOAA-CRDS.
During the first two hours after the injection of NO2 and O3 (no aerosol present), the
calculated N2O5 using NOAA-CRDS NO3 slowly approaches N2O5 measurements. In10

the presence of large amounts of aerosol, calculated N2O5 mixing ratios using NOAA-
CRDS NO3 are consistent with measurements by NOAA-CRDS and UCB-LIF. NO3
mixing ratios measured by NOAA-CRDS were 15 to 20 % smaller compared to mea-
surements by the other instruments during the first part of the experiment (Dorn et al.,
2012), but agree at later times, so that the lower N2O5 calculated from thermal equi-15

librium using NO3 by NOAA-CRDS is most likely due to an under-prediction of NO3 by
NOAA-CRDS. In contrast, calculated N2O5 using UAF-CRDS NO3 is within the range
measured values during the first part of the experiment, but measured N2O5 by UAF-
CRDS and MPI-CRDS is much lower than calculated N2O5 by NOAA-CRDS or UAF-
CRDS, when ammonium sulfate was present. This comparison to equilibrium indicates20

that there are N2O5 losses in the inlet system of UAF-CRDS and MPI-CRDS instru-
ments this period. N2O5 mixing ratios which are calculated using UAF-CRDS NO3 are
approximately 20 % smaller than those using NOAA-CRDS NO3. They are inconsistent
with any of the N2O5 measurements.

Deviations between the NOAA and UAF instruments on another day with inorganic25

aerosol addition (18 June) also showed evidence for N2O5 loss in the instrument with-
out a frequent filter change. Again, N2O5 mixing ratios by UAF-CRDS were smaller
than those by NOAA-CRDS after exposure to aerosol, but measurements by both in-
struments agreed later, when the aerosol surface concentration was low.
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Figure 8 shows the correlation between all measurements during the campaign di-
vided into subsets, when either no aerosol was injected or formed, mostly inorganic
aerosol was present, or secondary organic aerosol (SOA) was formed during VOC oxi-
dation experiments (see Table 2). The relationship between UCB-LIF and NOAA-CRDS
measurements does not depend on the presence of aerosol, consistent with the results5

discussed above. In this plot, UAF-CRDS data are shown without the correction, which
was originally applied to account for a degradation of the inlet transmission efficiency
(see above). Without this correction the data distribution becomes narrower around
a line compared to the distribution with the correction shown in Fig. 3. Only the data
subset that includes data when inorganic aerosol was present, still exhibits large de-10

viations between UAF-CRDS and NOAA-CRDS, most likely because N2O5 is lost in
the inlet system. In contrast, the difference between the data subset when no aerosol
and SOA was present is small. The absolute agreement of measurements is within the
range of the accuracy of instruments in these cases. Although the SOA surface con-
centration was within the range of values reached during experiments with inorganic15

aerosol (partly at similar relative humidity), exposure of SOA did not lead to a signifi-
cant N2O5 loss in the inlet of instruments. This is consistent with investigations of the
N2O5 uptake coefficient in the laboratory, which show that the N2O5 uptake on organic
aerosol can be much smaller than on inorganic aerosol (Folkers et al., 2003; Bertram
and Thornton, 2009).20

5 Summary and conclusions

The NO3Comp campaign brought together a large set of instruments, which are ca-
pable of detecting atmospheric NO3 and N2O5, for the first time. Eleven experiments
under a variety of conditions were carried out in the simulation chamber SAPHIR in
Jülich, Germany, in summer 2007. All instruments detected N2O5 indirectly after ther-25

mal decomposition to NO3, which was either detected by absorption or fluorescence,
so that the sum of NO3 and N2O5 mixing ratios was measured. Two CRDS instruments
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were equipped with separate measurement channels for simultaneous measurements
of NO3 and NO3 +N2O5 mixing ratios. N2O5 mixing ratios of the other instruments
were calculated by subtracting NO3 measurements from a different instrument. How-
ever, N2O5 mixing ratios were typically larger than NO3 and the differences between
measurements from different instruments were small, so that the results do not depend5

on the choice of the NO3 measurement.
The main results of the comparison of N2O5 mixing ratios are:

– There is a good agreement between measurements by all instruments within their
accuracy.

– The precision of the measurements is in the low pptv range for CRDS instruments10

(at time resolutions between 1 s and 20 s) and 37 pptv to 63 pptv (at a time resolu-
tion of a few minutes) for the LIF instruments. These are well represented by the
a priori estimated standard deviations (precision).

– The largest uncertainty in the measurements results from unaccounted changes
in the N2O5 inlet transmission efficiency.15

– The N2O5 inlet transmission efficiency can degrade quickly in the presence of
aerosol on which N2O5 is taken up.

– There is no general correction that can be applied to account for a changing N2O5
inlet transmission efficiency over time.

The strong degradation of inlet transmission efficiencies after exposure to ammo-20

nium sulfate aerosol observed here suggests that it is necessary (1) to place a filter
close to the tip of the inlet line and (2) to exchange the filter regularly on the time scale
of hours. This was also shown in laboratory investigations for the NOAA-CRDS instru-
ment (Fuchs et al., 2008). The filter in this instrument is automatically exchanged de-
pending on the environment, when the instrument is deployed in field measurements.25

Other CRDS-instruments typically use an interval for filter changes of a 1 to 4 h in field
campaigns (e.g. Apodaca et al., 2008; Crowley et al., 2010).
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These results show that cavity ring-down spectroscopy and laser-induced fluores-
cence technique can be applied for precise and accurate measurement of atmospheric
N2O5 mixing ratios. The LIF instruments having a precision of approximately 40 pptv at
a few minute time resolution, are useful for atmospheric measurement. The high preci-
sion of CRDS instruments allows detection of N2O5 and NO3 in the low pptv range at5

a high time resolution of a few seconds.
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Wahner, A., Kanaya, Y., Kajii, Y., Miyamoto, K., Nishida, S., Watanabe, K., Yoshino, A., Ku-
bistin, D., Martinez, M., Rudolf, M., Harder, H., Berresheim, H., Elste, T., Plass-Dülmer, C.,
Stange, G., and Schurath, U.: Technical Note: Formal blind intercomparison of OH measure-
ments: results from the international campaign HOxComp, Atmos. Chem. Phys., 9, 7923–5

7948, doi:10.5194/acp-9-7923-2009, 2009. 4938
Schuster, G., Labazan, I., and Crowley, J. N.: A cavity ring down/cavity enhanced absorp-

tion device for measurement of ambient NO3 and N2O5, Atmos. Meas. Tech., 2, 1–13,
doi:10.5194/amt-2-1-2009, 2009. 4932, 4934, 4957

Simpson, R. J.: Continuous wave cavity ring-down spectroscopy applied to in situ detection10

of dinitrogen pentoxide (N2O5), Rev. Sci. Instrum., 74, 3442–3452, doi:10.1063/1.1578705,
2003. 4934

Slusher, D. L., Huey, L. G., Tanner, D. J., Flocke, F. M., and Roberts, J. M.: A thermal
dissociation-chemical ionization mass spectrometer (TD-CIMS) technique for the simulta-
neous measurement of peroxyacyl nitrates and dinitrogen pentoxide, J. Geophys. Res., 109,15

D19315, doi:10.1029/2004JD004670, 2004. 4931
Thornton, J. A., Kercher, J. P., Riedel, T. P., Wagner, N. L., Cozic, J., Holloway, J. S., Dubé, W. P.,
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Table 1. Performance and properties of instruments detecting N2O5 during NO3Comp.

MPI-CRDS UAF-CRDS NOAA-CRDS UCB-LIF TMU-LIF

method off-axis CRDS off-axis CRDS pulsed CRDS fluorescence fluorescence
laser repetition rate/Hz 200 560 50 c.w. 10 000
time resolution/s 5 1 to 2 1 300 720
1σ precisionc/pptv 1a 1.4b 1.6b 37b 63d

1σ accuracy/% ±13 ±25e ±7 ±20 ±16
filter Teflon 1–2 µm Teflon 2 µm Teflon 2 µm no filter no filter
N2O5 transmission (tubing) 0.90 0.91 0.98 n.a. n.a.
N2O5 transmission (filter) 1.00 1–0.013/h 1.00 n.a. n.a.
flow rate/slm 8 8 4 6 2.4
cavity length/m 0.7 0.685 0.93 n.a. n.a.
mirror reflectivity/% 99.998 99.995 99.9995 n.a. n.a.
max. ring-down time/µs 95 95 450 n.a. n.a.
pressure ambient ambient 350 hPa 2.7 hPa 8 hPa
NO3 titration frequency 1 min 3 min 3 min 5 min n.a.

a Schuster et al. (2009),
b this work,
c at the original time resolution,
d determined from counting statistics of measurements during this campaign,
e without systematic errors from filter aging.
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Table 2. Chemical conditions during experiments conducted during the NO3Comp campaign.
Mixing ratios are maximum values during the experiments.

Date NO2/ppbv O3/ppbv NO3/pptv N2O5/pptv H2O/% experiment/test

9 June 4 120 130 350 a

10 June 4 230 170 300 0.5 stepwise change of humidity
11 June 17 100 150 750 1.8 addition of ambient air
12 June 8 200 400 1600 a short photolysis events
13 June 18 200 700 2200 a short photolysis events
14 June 12 135 180 850 a oxidation of butanal (max. 4 ppbv)
15 June 10 180 120 550 1.8 addition of inorganic aerosol ((NH4)2SO4)
16 June 38 60 55 1300 a oxidation of limonene (max. 10 ppbv)

+CO (max. 500 ppmv)
18 June 33 60 150 1400 1.2 oxidation of isoprene (max. 10 ppbv)

+aerosol ((NH4)2SO4)+CO (max. 500 ppmv)
20 June 75 100 400 10 000 a oxidation of β-pinene (max. 20 ppbv)
21 June 70 165 110 6000 1.2 oxidation of β-pinene (max. 20 ppbv)

a no addition of water vapor.

4958

http://www.atmos-meas-tech-discuss.net
http://www.atmos-meas-tech-discuss.net/5/4927/2012/amtd-5-4927-2012-print.pdf
http://www.atmos-meas-tech-discuss.net/5/4927/2012/amtd-5-4927-2012-discussion.html
http://creativecommons.org/licenses/by/3.0/


AMTD
5, 4927–4967, 2012

N2O5 comparison
NO3COMP in SAPHIR

H. Fuchs et al.

Title Page

Abstract Introduction

Conclusions References

Tables Figures

J I

J I

Back Close

Full Screen / Esc

Printer-friendly Version

Interactive Discussion

D
iscussion

P
aper

|
D

iscussion
P

aper
|

D
iscussion

P
aper

|
D

iscussion
P

aper
|

Table 3. Results of the linear regression analysis between N2O5 data taking NOAA-CRDS

as reference (a: slope, b: intercept, R2: squared correlation coefficient, χ2

N−2 : sum of squared
residuals divided by the degrees of freedom, N: number of data points). Data are averaged to
1 min time intervals.

date a b/pptv R2 χ2

N−2 N a b/pptv R2 χ2

N−2 N

UAF-CRDS UCB-LIF

9 June∗ 1.008±0.001 −0.3±0.3 0.99 18 239 0.67±0.06 23±12 0.63 2 45
10 June∗ 1.137±0.001 −4.8±0.2 0.99 15 297 1.16±0.07 −73±10 0.74 2 51
11 June 0.830±0.001 −5.4±0.6 0.99 29 273 0.97±0.03 −26±9 0.91 4 40
12 June∗ 1.019±0.001 −3.6±0.3 0.99 10 281 1.35±0.01 9±7 0.98 3 65
13 June∗ 0.906±0.003 1.1±0.9 0.99 5 81 1.18±0.01 −70±16 0.98 6 23
14 June∗ 1.001±0.002 −7.1±0.7 0.99 8 360 1.15±0.02 −19±8 0.97 2 81
15 June 0.568±0.006 −16.3±0.3 0.72 280 351 1.05±0.03 −13±7 0.90 2 69
16 June 1.308±0.001 −9.6±0.6 0.99 86 1126 1.01±0.04 14±8 0.89 2 49
18 June 1.213±0.002 −5.6±0.3 0.99 38 715 1.05±0.01 −8±4 0.98 2 146
20 June 0.976±0.001 −3±8 0.97 130 456 1.301±0.004 −117±15 0.99 15 80
21 June 1.049±0.001 −9±2 0.99 42 476 1.224±0.005 −26±8 0.99 3 82

comb. all 1.180±0.001 −5.5±1.2 0.98 258 4646 1.260±0.002 −44±2 0.99 6 731
comb. (<2 ppbv) 1.239±0.001 −11±1 0.95 198 4163 1.178±0.006 −27±2 0.94 4 622
comb. ∗ 1.015±0.001 −1.0±0.6 0.99 20 1258 1.258±0.007 −45±3 0.96 6 265

MPI-CRDS TMU-LIF

15 June 0.803±0.002 −19.0±0.6 0.87 110 180
18 June 0.900±0.001 0.1±0.8 1.00 2 123
20 June 1.2±0.4 −95±1500 0.75 0.1 46
21 June 0.7±0.4 −200±1000 0.85 4200 39

comb. all 0.880±0.001 −10.8±0.4 0.99 112 303 1.1±0.3 −300±900 0.74 0.1 85

∗ no aerosol addition or significant formation.
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Fig. 1. Diurnal variation of N2O5 mixing ratios (1 min average) and compounds which were of
importance during the experiment (aero sfc: aerosol surface concentration). NO3 mixing ratios
be NOAA-CRDS were taken to calculate N2O5 mixing ratios from the sum measurement by
MPI-CRDS, UCB-LIF, and TMU-LIF. The experiment on 18 June is divided into two panels,
because N2O5 mixing ratios were much higher during the second part of the experiment.
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Fig. 2. Distribution of N2O5 measurements during times, when instruments sampled zero air
from the clean chamber, before trace gases were injected. Only UCB-LIF, UAF-CRDS, and
NOAA-CRDS provided a sufficiently large number of data points for this analysis. Data are
fitted to a gaussian distribution, whose width (1σ) is compared to the mean of the measurement
errors (〈σ〉).
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Fig. 3. Correlation between N2O5 data from UAF-CRDS, MPI-LIF, and TMU-LIF taking N2O5 by
NOAA-CRDS as reference. The range of N2O5 mixing ratios is limited to 2000 pptv in the upper
panels, because N2O5 mixing ratios were below this value during most of the experiments.
Solid black lines give the results of the regression analysis.
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Fig. 4. Time series and correlation of N2O5 measurements by UAF-CRDS and NOAA-CRDS
on 16 and 17 June. UAF-CRDS data are either plotted as reported or without a correction fac-
tor, which was originally applied to account for an increasing N2O5 loss on the filter over time
(Table 1). The filter in the UAF-CRDS was exchanged in morning of both days before measure-
ments started. Solid lines in the correlation plot show results from the regression analysis.

4963

http://www.atmos-meas-tech-discuss.net
http://www.atmos-meas-tech-discuss.net/5/4927/2012/amtd-5-4927-2012-print.pdf
http://www.atmos-meas-tech-discuss.net/5/4927/2012/amtd-5-4927-2012-discussion.html
http://creativecommons.org/licenses/by/3.0/


AMTD
5, 4927–4967, 2012

N2O5 comparison
NO3COMP in SAPHIR

H. Fuchs et al.

Title Page

Abstract Introduction

Conclusions References

Tables Figures

J I

J I

Back Close

Full Screen / Esc

Printer-friendly Version

Interactive Discussion

D
iscussion

P
aper

|
D

iscussion
P

aper
|

D
iscussion

P
aper

|
D

iscussion
P

aper
|

Fig. 5. Statistical analysis of the relative difference of N2O5 measurements between UAF-
CRDS, UCB-LIF instruments and NOAA-CRDS (∆N2O5 = N2O5 −N2O5(NOAA)) depending on
the water vapor mixing ratio on 10 June (maximum relative humidity 40 %). The water vapor
mixing ratio was increased in several steps, which correspond to the boxes shown here. Dots
are medians and boxes give the 25 to 75 percentiles of the distribution.
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Fig. 6. Statistical analysis of the relative difference of N2O5 measurements between UAF-
CRDS, MPI-CRDS, UCB-LIF instruments and NOAA-CRDS depending on the aerosol surface
concentration during the experiment on 15 June, when ammonium sulfate aerosol was injected
into the chamber. Dots are medians and boxes give the 25 to 75 percentiles of the distribution.
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Fig. 7. Comparison of measured N2O5 mixing ratios to calculations assuming thermal equilib-
rium between NO3 and N2O5 on 15 June when ammonium sulfate aerosol was injected into
the chamber. N2O5 was either calculated from NO3 measurements from the UAF-CRDS or
NOAA-CRDS instrument.
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Fig. 8. Correlation between N2O5 data from UAF-CRDS, UCB-LIF, and NOAA-CRDS depend-
ing on the presence and type of aerosol during an experiment. TMU-LIF and MPI-LIF are not
shown, because instruments measured only on two days (Fig. 3). Solid lines and colored la-
bels give the results of the regression analysis for the different data subsets. The relationship
between NOAA-CRDS and UAF-CRDS for inorganic aerosol (upper panel) falls into two parts
because of the increasing deviation between measurements with increasing aerosol burden.
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