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Abstract

A modernised UFT-M version of the ultrafast airborne thermometer UFT was designed
for the Physics of Stratocumulus Top (POST) field campaign. Improvements in its con-
struction resulted in the sensor’s increased reliability, which provided valuable mea-
surements in 15 of the 17 flights. Oversampling the data allowed for the effective cor-5

rection of the artefacts resulting from the interaction with the on-board avionic sys-
tems and the thermal noise resulting from the sensor construction. The UFT-M records,
when averaged to the 1.4 m and 55 m resolutions, compared to the similar records of
a thermometer in a Rosemount housing, indicate that the housing distorts even low-
resolution airborne temperature measurements. Data collected with the UFT-M during10

the course of POST characterise the thermal structure of stratocumulus and capping
inversion with the maximum resolution of ∼1 cm. In this paper, examples of UFT-M
records are presented and discussed.

1 Introduction

Physics of Stratocumulus Top was a research campaign aimed at the airborne investi-15

gation of marine stratocumulus clouds and capping inversion. In June and July 2008,
a research aircraft, i.e., a turbo-prop CIRPAS Twin Otter, equipped with high-resolution
instrumentation used to measure thermodynamic, microphysical and dynamic prop-
erties of clouds, performed 17 research flights over the Pacific Ocean in the area
∼125 km west of Monterey Bay, California. The main part of each flight consisted of20

porpoising manoeuvres at an amplitude of ∼200 m; these manoeuvres involved as-
cents from the cloud top region across the capping inversion to the free troposphere
and subsequent descents into the cloud top. A description of the flight strategy and a
summary of the flights can be found in previous studies Gerber et al. (2010); Carman
et al. (2012); Gerber et al. (2013) and in the POST database held by the NCAR’s25

EOL at http://www.eol.ucar.edu/projects/post/. Of key interest was investigating the
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interactions among turbulence, thermodynamics and microphysics, which were as-
sessed to improve the understanding of the entrainment of free tropospheric air into
stratocumulus clouds and the subsequent mixing processes. The scientific importance
of these interactions has been underlined in recent reviews Bodenschatz et al. (2010);
Siebert et al. (2010); Devenish et al. (2012).5

The present study focuses on the description and performance of a specially de-
signed version of the Ultra Fast Thermometer (UFT) (Haman et al., 1997, 2001), which
was one of the key instruments used in the POST field campaign and may be used
in future campaigns that involve airborne investigations into the small-scale features of
warm clouds. Its construction follows a novel airborne thermometer for in-cloud mea-10

surements Haman (1992). The sensing element of Haman’s device (i.e., a ∼50µm thick
thermocouple) was protected from getting wet in the clouds by a specially designed rod.
Both the sensing element and the rod were placed on a rotatable vane that adapted
to the local flow. The unique design aimed to minimise the unwanted influences of the
housing, which typically affect temperature measurements in the following ways:15

– aerodynamic effects (Friehe and Khelif, 1992; Mayer et al., 2009);

– thermal inertia of housing (Friehe and Khelif, 1992; Inverarity, 2000);

– cloud droplets wetting the housing (Lawson and Cooper, 1990; Eastin et al., 2002;
Sinkevich and Lawson, 2005; Wang and Geerts, 2009).

During the development process, a moderate-response thermocouple was replaced20

with a very fine cold wire, which was previously used to measure fast temperature
fluctuations in the convective surface layer (Malinowski and Leclerc, 1994). The new
sensor, denoted UFT (Ultra Fast Thermometer), was described in a previous study
Haman et al. (1997). Its prototype version, mounted on a slowly flying powered glider,
allowed for the first airborne temperature measurements in clouds with a resolution25

on the order of 1 cm (Haman and Malinowski, 1996). The UFT provided insight into
the intriguing small-scale thermal structure of turbulent clouds. Further development
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resulted in a variety of UFTs that were designed for specific airborne platforms and ap-
plications (Haman et al., 2001; Siebert et al., 2003). In particular, the UFT-F (final F for
fast) version of the sensor, which was designed for platforms that make measurements
at true air speeds of 50–110 m s−1, was used on turbo-prop research aircraft in multiple
field campaigns.5

While providing unprecedented resolution, the UFTs suffered from drawbacks and
were incompatible with the equipment of multiple research aircraft. Vibrations in flight
often led to the deterioration and failure of sensing elements. High-frequency signals
from UFTs were subject to electromagnetic interferences with avionic systems. Specif-
ically, the temperature signal was often affected by interference from a cable that ran10

between the sensing wire and the amplifier. Additionally, the amplified analogue signal
was subject to high-frequency interferences on the signal cables that connected the
amplifiers to the dedicated data acquisition systems in the cabin. Small imperfections
in the shielding or even minimal displacements of the cables from their optimal loca-
tions led to artefacts in the recorded signals. For typical low- and moderate-response15

instruments, this effect is not visible due to signal conditioning and low-pass filtering
that occurs prior to recording data. However, the response from the UFT exceeded
the capabilities of aircraft data acquisition systems, which required the use of special
units and signal conditioning at much higher frequencies. In effect, the overall reliability
of UFT sensors often appeared unsatisfactory, which limited their use. In many field20

campaigns, useful data were available from only 10–20 % of research flights.
To overcome these deficiencies, an improved version of the UFT-F thermometer,

UFT-M (M for modernised), was developed. UFT-M proved to be much more reliable
than the original UFT-F, providing valuable results from 15 of the 17 research flights that
took place during the POST campaign. UFT-M allowed for the collection of very high-25

resolution (maximum ∼1 cm resolution) records of the thermal structure of stratocu-
mulus clouds and capping inversion. These records, accompanied by high-resolution
records of liquid water content (LWC, 5.5 cm maximum resolution), humidity (55 cm
maximum resolution) and 3 components of velocity fluctuations (∼1.4 m resolution)
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from closely collocated instruments, as well as standard-resolution (∼55 m) measure-
ments of microphysics and radiation, were collected over the course of approximately
900 penetrations through a stratocumulus top and led to a unique data set that char-
acterised the interface between the stratocumulus-topped boundary layer and the free
troposphere.5

In this paper, we describe the UFT-M sensor construction and improvements with re-
spect to previous versions (Sect. 2), the data collection procedure (Sect. 3) and the
UFT-M performance during POST (Sect. 3.2) compared to the performance of the
temperature sensor in Rosemount housing and present examples of measurements
performed with the instrument (Sect. 4).10

2 Description of the UFT-M thermometer

2.1 Sensor construction

The sensing element in all of the thermometers in the UFT family is platinum-coated
tungsten resistive wire that is 2.5 µm thick and 5 mm long and has ∼50Ω resistance
at room temperature. The small diameter of the sensor results in low thermal inertia15

and negligible radiative effects, while the large length-to-diameter ratio allows negligi-
ble heat transport from the supports (Haman et al., 1997). The sensing wire is posi-
tioned 6.5 mm behind a shielding rod, thus protecting the sensor against droplet impact
and moisture. Unfortunately, eddies shedding from the rod cause temperature fluctua-
tions (i.e., aerodynamic thermal noise) of an amplitude that increases roughly with the20

square of the true airspeed (TAS).
The design of the rod differs in various versions of UFT. In UFT-F, the rod is aero-

dynamically shaped and has 12-mm-long and 0.35-mm-wide slots on its sides, which
are connected by means of a pressure duct to the Venturi nozzle that is exposed to
the airflow. A pressure deficit from the nozzle sucks off the surface layer from the rod,25

thus reducing pressure and temperature fluctuations in the wake and removing water
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collected on the shield. Nylon string (0.25 mm diameter), located 3 mm ahead of the
rod, also improves the effectiveness of the shield.

The sensor and protecting rod are mounted on a rotatable vane that adapts to the
local airflow. Sketches and photographs of UFT-F thermometers as well as an exper-
imental analysis of temperature fluctuations in the wake can be found in a previous5

study Haman et al. (2001). Numerical simulations of the flow around the rod, vortex
shedding effects and droplet trajectories have also been previously examined Rosa et
al. (2005).

The current version of the UFT-M sensor, pictured in Fig. 1, has a similar geometry
to the UFT-F. The difference is that the slots in the protecting rods are elongated to10

17 mm. The slots are elongated such that two independent sensing elements can be
placed behind the rod, thus ensuring redundancy.

Other modifications introduced to minimise the deficiencies of the UFT-F include the
following:

– a redesigned miniaturised amplifier circuit, placed close to the sensing elements15

to minimise electromagnetic interferences with avionics; and

– a redesigned vane with an increased stiffness and with improved bearings on the
axis to reduce vibrations.

The sensing wires are soldered to the tips of the Teflon-coated copper connectors and
placed inside stainless steel tubes. The middle connector, common to both sensing20

wires, is the common ground. Two independent pre-amplifiers collect signals from the
outer connectors. The current in the sensing wires is reduced to 2 mA to minimise
resistive heating.

An electronic circuit, ensuring a 68-fold amplification of the signals, a frequency re-
sponse up to 20 kHz and output noise less than 1 mVpp, is surface-mounted on a25

specially designed printed board that is small enough to be hidden inside the vane.
The whole circuit, except for the sensing wires, is screened. The printed board is in-
side the envelope of a copper foil, and connectors to the sensing wires are inside the
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stainless steel tubes, which are structural elements of the vane and support the sens-
ing wires. Screening is important, as a weak signal from the sensor is easily affected by
electromagnetic disturbances (e.g., from aircraft radar, radio and/or avionic systems).

The sensitivity of the amplified signal is ∼25 mV K−1, and the thermal drift is less
than 0.25 mV K−1. The UFT-M is designed to measure temperature fluctuations, and5

such drift is acceptable.

2.2 Mounting for the sensor

The mounting for the UFT-M sensor must be designed separately for each type of
aircraft. During the POST campaign, the UFT-M was mounted on a special stiff,
stainless-steel tube positioned below the nose of the CIRPAS Twin Otter (Fig. 2)10

and was in proximity to the following fast-response instruments: PVM-100 Liquid Wa-
ter Content LWC probe (Gerber et al., 1994), hygrometers, including the fast NCAR
Lyman-α, (Beaton and Spowart, 2012), and a 5-hole turbulence probing system in the
radome. A description of the instrumentation can be found at the POST web page:
http://www.eol.ucar.edu/projects/post/. The tube was tilted back to compensate for the15

typical angle of attack during the measurements. Easily accessible clamps allowed for
the adjustment of the support length; these adjustments helped keep the sensor in the
undisturbed flow and minimise vibrations. The entire tube with the sensors could be
replaced or repositioned in a few minutes, even during field conditions. A 1.5-m-long,
double-shielded signal cable was led along the tube. The cable was equipped with a20

connector that was compatible with a receptacle at the input of the analogue-to-digital
converter (ADC), located in a shielded box in the baggage compartment of the aircraft.

2.3 Data recording

Before digitisation with 16-bit resolution, both temperature signals were conditioned
using a low-pass filter of selectable limiting frequencies: 2.5 kHz, 5 kHz and 10 kHz. At25

the signal input range of ±5 V, the least significant bit corresponded to 0.15 mV, i.e.,
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0.006 K. A 1 Hz square wave analogue signal, which allowed for the synchronisation
of all instruments aboard the aircraft, was connected to the third input of the ADC.
The maximum theoretical sampling rate of the device was 2×105 samples per second
(200 kS s−1) on all channels. In practice, to avoid data loss, three signals (two tem-
peratures and time sync) were digitised at a rate of 2×104 S s−1 (20 kS s−1) in each5

channel. This value was set to match the maximum theoretical frequency response
of the sensor estimated from its length (5 mm) and typical true airspeed (50 m s−1) as
1×10−4 s, in agreement with previous calculations and experimental estimates Haman
et al. (1997). The limiting frequency of the low-pass conditioning filter was accordingly
set to 10 kHz.10

The digital signal was sent via a shielded 10-m-long USB cable (with the signal
amplifier in the middle) to the portable computer inside the cabin and recorded on a
hard disk. Typically, ∼10 GB of raw data were collected during each flight.

3 Data processing and evaluation

As a preliminary quality check following the flight, the data were visually inspected for15

major flaws. Such inspection after the first flight revealed artefacts in the form of a
regular series of high amplitude spikes. Ground tests have shown that despite careful
shielding, one of the avionic systems was interfering with the sensor. Fortunately, the
system could be switched off, except during landing procedures. Other problems, such
as sensor aging (which affected the long-term drift of the signal and led to a decrease in20

sensitivity) were solved by regularly replacing the sensing elements every 1–3 flights.
Except for quick assessments and initial quality checks, volume data processing

had to be performed a-posteriori. Evaluating the records revealed two major types of
artefacts: (1) occasional switching between three recorded channels (two temperatures
and time sync) in data streams; and (2) separate random spikes in the signal records,25

indicating that not all interferences with avionics were eliminated.
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3.1 Error correction, time synchronisation, calibration and signal averaging

Two types of errors required different detection and correction methods. First, occa-
sional switching between the channels was rare, relatively easy to detect and correct,
except for a few cases that resulted in the loss of a small amount of data. Second,
random spikes were typically single-point events, which deviated substantially from the5

signal level. A simple detection algorithm was adopted: the signal value V (n) at point n
was subtracted from the arithmetic mean (V (n−1)+ V (n+1))/2 and compared to the
experimentally chosen threshold (±0.15 K, slightly above the maximum amplitude of
the aerodynamic noise). When the threshold was exceeded, V (n) was replaced by the
arithmetic mean (V (n−1)+ V (n+1))/2.10

A 1 Hz square-wave reference timer signal from a GPS clock on the plane was used
to precisely synchronise the 20 kS s−1 temperature records with those from other in-
struments. The corrected and synchronised 20 kS s−1 UFT-M signal was averaged, and
time series of 1000, 100, 10 and 1 samples per second (S s−1) were produced.

To calibrate the temperature signal against the reference thermometer in Rosemount15

housing (UCI temperature probe described in Friehe and Khelif, 1992), 1 S s−1 series
were used. Calibration was completed in each flight for each particular UFT-M sen-
sor and was aimed to determine sensitivity rather than absolute accuracy. Figure 3
presents an example of calibration that illustrates the 1 S s−1 temperature from the UCI
probe, that from one of the UFT-M temperature channels during the whole flight and20

the best linear fit, i.e., T = (44.302±0.003)V −(79.488±0.006). The slope of the fit indi-
cates that the sensitivity of the sensor is 23 mV K−1, which is in reasonable agreement
with theoretical estimates.

Figure 4 presents 1 S s−1 temperature records from two UFT-M sensors and the UCI
probe. Clearly, a UCI signal averaged to 1 S s−1 lags behind the UFT-M signal pre-25

sented the according average readings, at least in regions of fast temperature varia-
tions. The lag in regions of large temperature jumps resulted in remarkable differences
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in temperature readings from both instruments, which explains the spread of calibration
points observed in Fig. 3.

Figure 5 illustrates the difference in the performance of the UCI probe in the Rose-
mount housing and the UFT-M in more detail. Two successive panels present example
40 S s−1 records (maximum available resolution of UCI probe) during two stratocumu-5

lus top penetrations (descent and ascent). The LWC record from Gerber’s PVM-100
shows the precise position of cloudy and clear air filaments. At 55 m s−1 true air speed,
the 40 S s−1 data correspond to an approximate 1.4-m spatial resolution (i.e., records
from all three sensors are representative of the same sampling volume). Similar to the
1 S s−1 record, the UCI temperature lags behind UFT-M. The temperature fluctuations10

of the UCI record are smoother than those of the UFT-M. The lag is most likely due to
the thermal inertia of the Rosemount housing (Friehe and Khelif, 1992) and the heat
conduction from the supports of the sensing element in the UCI probe (Payne et al.,
1994). Additionally, the effects of positioning the Rosemount housing relatively close to
the airplane fuselage, which gives off large thermal inertia, cannot be excluded. The15

maximum differences between the UFT-M and UCI probes are 0.6 K in the descending
and 1 K in the ascending part of the porpoise. These values seem large, but similar dif-
ferences between a UCI sensor in Rosemount housing and a NCAR K-probe in flight
through inversions have been reported Friehe and Khelif (1992). Additionally, another
previous study Cruette et al. (2000) presented data indicating similar differences be-20

tween the recorded temperature values and the lag of the Rosemount temperature
behind a fast-response airborne ultrasonic thermo-anemometer.

Wetting of either thermometer should result in a temperature drop at the exit from
the cloud into clear unsaturated air (cf. Figs. 9, 11, 12, 14 in Lawson and Cooper, 1990,
Fig. 4 in Haman et al., 2001, and discussion in Wang and Geerts, 2009). No similar25

patterns were detected, but low LWC in the investigated clouds and a high temperature
difference between the cloud and the free troposphere could mask the signatures of
UFT-M wetting. There is, however, an indirect signature of Rosemount housing wetting:
differences in temperature records between the UFT-M and the UCI sensor are usually
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larger at the cloud exit (ascending part of the porpoise) than at the cloud entrance
(penetration into the cloud).

Data sets and metadata from error correction, calibration, visual signal inspection
and comparison of the two UFT-M temperature sensors have been uploaded to the
POST database. Both raw and error-corrected and calibrated 20 kS s−1 data are stored5

by the authors.

3.2 Performance of the UFT-M.

The UFT-M has been thoroughly tested in typical flight conditions with respect to signal
quality, frequency response and the compatibility of both sensing elements. The UFT-M
frequency response is clearly illustrated by an example of the power spectral density10

(PSD) of the temperature fluctuations recorded in the turbulent inversion above the
cloud top, as shown in the upper panel of Fig. 6. The following PSD’s are plotted: the
calibrated 20 kS s−1 signal after adapting the spike removal procedure (red), the same
signal filtered digitally with a 20th order low-pass Butterworth filter of 2.5 kHz cutoff
frequency and no phase shift (blue) and, finally, the signal averaged down to 1 kS s−1

15

as submitted to the POST database (black). At frequencies up to ∼2 kHz all PSD’s
roughly follow the −5/3 power law. All spectra overlap up to 300 Hz. Differences above
300 Hz are due to averaging, which effectively dampens residual spikes. The PSDs of
the filtered and the unfiltered data overlap up to 2 kHz. Above 2 kHz, vortex shedding
from the rod produces temperature fluctuations (thermal noise), which add energy to20

the power spectrum. This is effectively filtered by the digital low-pass filter. All spectra
have a visible, very narrow peak at 90 Hz, which is the signature of the acoustic wave
from the aircraft propellers.

To illustrate the effect of residual spikes and temperature fluctuations (thermal noise)
in the wake of the rod, the lower panel of Fig. 6 illustrates a temperature record col-25

lected in a thermally uniform free troposphere region and is presented at different
stages of processing procedure. It follows that the amplitude of temperature fluctua-
tions due to vortex shedding is ∼0.05 K. Low-pass filtering and averaging effectively
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remove these fluctuations. Small residual spikes due to the interaction with avionics,
not removed in the course of signal processing, slightly affect filtered signal but have
a minor influence on the averaged record. Thus, the plot demonstrates that the errors
due to aerodynamic thermal noise and imperfect spike removal in the UFT-M data that
have been averaged to the 1 kS s−1 are smaller than ±0.05 K and that the similar errors5

on the 20 kS s−1 filtered data are smaller than ±0.1 K.
In Fig. 7, the unfiltered (red), filtered (blue) and 1000 S s−1 averaged signals (black)

from two nearby (0.5 cm apart) sensing wires of UFT-M are compared. The unfiltered
records show that the sensing wire of UFT-M2 is affected by larger temperature fluctu-
ations in the wake than the sensing wire of UFT-M1. These fluctuations are the result10

of small, unavoidable imperfections in the assembling procedure that can result from
asymmetries or differences in soldering, among other factors. The discussion in Sect. 5
of Rosa et al. (2005), based on a detailed two-dimensional modelling of the flow around
the protecting rod, explains the mechanisms of differences due to asymmetry in the lo-
cation of sensing wires. Filtering and averaging effectively eliminates these effects: the15

1000 S s−1 averaged signals from both sensing wires differ only to a marginal degree.
Another analysis of the differences observed in the exposures of the UFT-M1 (black)

and UFT-M2 (red) sensing wires to wake eddies is presented in Fig. 8. The power
spectra of unfiltered temperature signals disagree at frequencies above 2 kHz.

4 Example records20

The upper panel of Fig. 9 presents the typical temperature and LWC fluctuations aver-
aged to a rate of 100 S s−1 while descending at a constant vertical velocity of 1.6 m s−1

from the free troposphere to the cloud deck during research flight TO10. Three regions
of clearly defined characteristics of temperature fluctuations can be distinguished. In
the first region, i.e., the free troposphere (time span 71 405–71 414 s, height range25

698–684 m), the temperature record is smooth, and the variations occur in the horizon-
tal scales on the order of 100 m or greater. The next segment of the record, which lasts
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until 71 426.2 s (height range 684–666 m), is characterised by a systematic drop of the
mean temperature, and sharp, small-scale fluctuations are superimposed. This corre-
sponds to typical thermal characteristics of inversion capping stratocumulus. Similar
properties of inversion, denoted as the entrainment interfacial layer (EIL), were ob-
served in DYCOMS II by Gerber et al. (2005) and Haman et al. (2007). The maximum5

amplitude of temperature fluctuations in the layer is ∼2 K, which is considerably lower
than the 8 K temperature jump across the inversion. This suggests that turbulent eddies
and mixing events in this layer have a vertical extent smaller than the thickness of EIL;
otherwise, filaments with temperature differences as large as the inversion strength
should be observed. At 71 426.2s, the LWC signal indicates that the aircraft enters the10

first blob of cloud, i.e., begins to penetrate the cloud top layer. Cloudy filament is char-
acterised by a low temperature and small temperature fluctuations. Clear air filaments
exhibit increased temperatures, and the temperature differences between cloudy and
clear air regions are similar to the differences observed in EIL. A comprehensive anal-
ysis of the consecutive layers in the stratocumulus top region, distinguished based15

on high-resolution measurements, is presented in a recent study of Malinowski et al.
(2013).

The next panels in Fig. 9 present blow-ups of the temperature patterns to illustrate
the error-corrected (red), low-pass filtered (blue) and averaged (black) UFT-M records.
The time scale corresponds to this scale in the upper panel. The middle panel is cen-20

tred on the first cloud parcel penetrated by the aircraft (71 426.36–71 426.52 s, LWC not
shown). The temperature variations indicate small-scale (thickness 10 cm) filaments of
different temperatures that are present on the sides of the cloud parcel. The tempera-
ture inside the cloud parcel drops to 10 ◦C. In the bottom panel, a filament structure on
the right-hand side of the cloud parcel is shown. The resolution of this image demon-25

strates the advantages of the UFT-M.
Due to a close collocation of the PVM and the UFT-M (separation of the instruments

∼50 cm), the LWC and temperature signals, when averaged to 100 S s−1 (55 cm reso-
lution), can be treated as collected in the same sampling volume. Thus, the correlations
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of temperature and LWC in cloudy volumes and larger sizes can be investigated. Ex-
amples of correlation studies, aimed at analysing the buoyancy of cloud parcels can be
found in Malinowski et al. (2011); Gerber et al. (2013).

The next demonstration of the UFT-M capabilities is given in Fig. 10, illustrating the
PSDs of 1000 S s−1 temperature records (flight TO10) from selected sub-layers of the5

turbulent, stratocumulus-topped boundary layer. Dot-dashed lines show a reference
−5/3 slope, which represents the value expected in turbulent flows with contrasts of
passive scalar content (see, e.g., Warhaft, 2000). For frequencies lower than 10 Hz
(i.e., detectable with typical aircraft temperature sensors), all spectra are parallel to the
−5/3 slope, suggesting that temperature behaves in a passive scalar manner. At higher10

frequencies, some spectra are less inclined, indicating more temperature variance than
expected. While a discussion of the physical nature of this effect extends beyond the
description of the UFT-M, the presented power spectra indicate the ability to investigate
the scaling properties of temperature fluctuations using the fast temperature sensor.

5 Conclusions15

An improved airborne ultrafast thermometer, UFT-M, which is the youngest member of
the UFT family, was developed at the University of Warsaw and confirmed to be an ef-
ficient and reliable sensor. Analyses of collected data indicate that mounting UFT-M on
aircraft operating in the course of measurements with an airspeed of ∼55 m s−1 allows
insight into the small-scale temperature structure of clouds and the atmospheric bound-20

ary layer. Unfiltered signals permit the detection of temperature jumps at distances of
∼1 cm, on the condition that these jumps exceed 0.1 K, i.e., exceeding the amplitude
of the aerodynamic thermal noise resulting from the sensor construction. Digital fil-
tering of the recorded signal with a 2.5 kHz cutoff frequency efficiently removes the
aerodynamic noise and allows investigating the temperature variations at a centime-25

tre scale. Additional averaging to 1000 samples per second, aimed at removing some
related artefacts, produces a high-quality record of temperature fluctuations in clouds
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with the resolution corresponding to 5.5 cm at 55 m s−1 true airspeed of the airplane.
This record is not affected by the influence of housing, which, even in the presence of a
relatively fast-response sensor inside, distorts the temperature readings. Using a UFT-
M in a POST field campaign on board a CIRPAS Twin Otter research aircraft provided
a unique documentation of the thermal structure of stratocumulus clouds at 5.5 cm res-5

olution, which is available in the open database http://www.eol.ucar.edu/projects/post/.
Higher resolution data on temperature fluctuations (up to 20 kS s−1) are available from
the authors.
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Fig. 1. The UFT-M as used in POST. Upper panel: the sensor, sensing wires 1 and 2 are referred
as UFT-M1 and UFT-M2. A printed circuit with the electronics, here exposed, is screened and
hidden inside the red tail of the vane. Lower panel: the sensor support and mounting details.
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Fig. 1. The UFT-M as used in POST. Upper panel: the sensor, sensing wires 1 and 2 are referred as UFT-M1 and UFT-M2. A printed circuit
with the electronics, here exposed, is screened and hidden inside the red tail of the vane. Lower panel: the sensor support and mounting
details.
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Fig. 2. UFT-M and other fast-response sensors mounted close together around a nose of the Twin Otter Research Aircraft during POST.
Fig. 2. UFT-M and other fast-response sensors mounted close together around a nose of the
Twin Otter Research Aircraft during POST.
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Fig. 3. Example calibration of the UFT-M1 (one sensor) against a 1Hz record from the University
of California temperature sensor in Rosemount housing. Each dot corresponds to a 1-s average
from UFT.
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Fig. 4. Comparison of 1 Hz temperature records from UFT-M1, UFT-M2 and UCI in the course
of two consecutive porpoises.
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Fig. 5. Example UFT-M1 and UCI Rosemount 40 Hz temperature records in the course of
penetrations from cloud to free atmosphere (upper panel) and from free atmosphere to cloud
(lower panel). The 40 Hz LWC signal from PVM is added to show the cloud.
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Fig. 6. Upper panel: Power Spectral Density (PSD) of the temperature fluctuations in the entrainment interfacial layer and inside the cloud.
The red line represents a PSD of the 20 kS/s temperature signal after error corrections; blue line - PSD of the same signal that was digitally
filtered with a 20th order low-pass Butterworth filter of 2.5kHz cutoff frequency; black line - PSD of the signal averaged to 1 kS/s. Lower
panel: comparison of the unfiltered, filtered and averaged signal.

0 .005 .01 .015 .02 .025

14.5

15

15.5

16

16.5

time (s)

te
m

pe
ra

tu
re

 (
o C

)

Temperature records,  UFT−M1 and UFT−M2 

UFTM2

UFTM1

27.5 cm

Fig. 7. Temperature fluctuations from two sensing wires in UFT-M. UFT-M2 was shifted up for comparison with UFT-M1.

Fig. 6. Upper panel: Power Spectral Density (PSD) of the temperature fluctuations in the en-
trainment interfacial layer and inside the cloud. The red line represents a PSD of the 20 kS s−1

temperature signal after error corrections; blue line – PSD of the same signal that was digitally
filtered with a 20th order low-pass Butterworth filter of 2.5 kHz cutoff frequency; black line –
PSD of the signal averaged to 1 kS s−1. Lower panel: comparison of the unfiltered, filtered and
averaged signal.
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Fig. 6. Upper panel: Power Spectral Density (PSD) of the temperature fluctuations in the entrainment interfacial layer and inside the cloud.
The red line represents a PSD of the 20 kS/s temperature signal after error corrections; blue line - PSD of the same signal that was digitally
filtered with a 20th order low-pass Butterworth filter of 2.5kHz cutoff frequency; black line - PSD of the signal averaged to 1 kS/s. Lower
panel: comparison of the unfiltered, filtered and averaged signal.
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comparison with UFT-M1.
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Fig. 8. Power spectra of the error corrected, unfiltered signals from two nearby sensing wires UFT-M1 and UFT-M2, recorded in theregion
of intensive turbulent mixing.
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55cm

Fig. 9. Temperature fluctuations recorded during the descent into the Sc cloud. The smooth signal at 71412-71414s is identified as recorded
inside the capping inversion; that at 71414-71426.2s as thetemperature fluctuations in the EIL (no significant LWC); andthat at 71426.2s-
71430s as the temperature fluctuations inside the cloud. Thetwo lower panels present selected blow-ups of temperature records to illustrate
sensor performance.

Fig. 8. Power spectra of the error corrected, unfiltered signals from two nearby sensing wires
UFT-M1 and UFT-M2, recorded in the region of intensive turbulent mixing.
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Fig. 8. Power spectra of the error corrected, unfiltered signals from two nearby sensing wires UFT-M1 and UFT-M2, recorded in theregion
of intensive turbulent mixing.
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55cm

Fig. 9. Temperature fluctuations recorded during the descent into the Sc cloud. The smooth signal at 71412-71414s is identified as recorded
inside the capping inversion; that at 71414-71426.2s as thetemperature fluctuations in the EIL (no significant LWC); andthat at 71426.2s-
71430s as the temperature fluctuations inside the cloud. Thetwo lower panels present selected blow-ups of temperature records to illustrate
sensor performance.

Fig. 9. Temperature fluctuations recorded during the descent into the Sc cloud. The smooth
signal at 71 412–71 414 s is identified as recorded inside the capping inversion; that at 71 414–
71 426.2 s as the temperature fluctuations in the EIL (no significant LWC); and that at 71 426.2–
71 430 s as the temperature fluctuations inside the cloud. The two lower panels present se-
lected blow-ups of temperature records to illustrate sensor performance.
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Fig. 10. Typical PSDs of temperature fluctuations of a 1 kS/s signal collected in various regions of the atmosphere.

Fig. 10. Typical PSDs of temperature fluctuations of a 1 kS s−1 signal collected in various re-
gions of the atmosphere.
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